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Banded Structure
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Test Method:ASTM E1268-2019 Standard Practice for Assessing the Degree of Banding or Orientation of

Microstructures
R4 4N 258 IM300 JX12)
Test Equipment:Metallographic.microscope IM300 (JX12)
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***End of Report***

% i R 4

BTUTHEE M fJLI‘I’HtiHnJ)ucx‘Hﬁn: a)Ft R

. REBLIM A&, TEEHREMEMED. =

15 H Ay ) Bl o O 4R 4, LA T 403

FEffL: .Iﬁé?i%ﬁi%m%&‘Eﬁﬁﬁﬁ 1558

Add : No. 155 Chunhui Road, Xishan Development District, Wuxi, Jiangsu, China

et S TRELEMNRLIRERE 1058

Add : No. 105 Chunhui Road, Xishan District, Wuxi, Jiangsu, China

PESHTTP) : www.rd-test.com _ " _ 9 /. ERE#ME(Tel) :0510-82031602:70510-82031603 HEsEiA(Tel) : 0510-82031639
Page 6 of 6

Gh N R RS o EhRERENG VR EHE" . DLRER FE. BAART, Hc%:fﬂ‘.
K ST R SRR £ T, R SE B IR 5 S A o B B ot %KH R AR UL T B E Z B R




= _H

Statement

1. IREERIRIR A A eI L A TR

This report will be invalid if no special seal of the test report or public seal of the testing department are stamped.
2. MELRmE FiL. HEAZFTLH.

This report will'be invalid if there are no signatures or seals of the compiler, auditor or certifier".

3o REBETR

This report will be invalid if the content of the report is altered.

4, MRBMEEEFU, FTRBFIRSLEHET L H A R SALE .

If there is'any objection to this report, pléase inform the test.department in 15 days since the-day the company has
received the report.

S (ARG s R BB E BRI, W& 1 R A T A5 (R T/ M PRV R N o NN 5 B
HTRZ I o

If the uncertairity. data is not issued in-the report, the confarmance decision is based only on whether the measured
value is within the prescribed limit value and does not consider the effect of uncertainty.
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The datum and results shown in this report only refer to conformity to the inspection items.or the testing items
which are carried out for the submitted sample when our laboratory is entrusted with the test.

7.\ AR s A AR E ST . REARRBPERBENRHS EIMARS. '\
Our laboratory is responsible for this test . result. No-one shall copy. this report if they do not hold the wriiten
consent of our laboratory.

8. WAL LR E T AR NE.

If there is any discrepancy between the Chinese and the English versions of the above statement, the Chinese
version shall prevail.

9. FREPHMIEFIEHER.

The report does not have the function to prove anything to the society.
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